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Abstract: Osteosynthesis absorbable materials made of uncalcined and unsintered hydroxyapatite
(u-HA) particles, poly-l-lactide (PLLA), and u-HA/PLLA are bioresorbable, and these plate systems
have feasible bioactive osteoconductive capacities. However, their strength and stability for fixation
in mandibular subcondylar fractures remain unclear. This in vitro study aimed to assess the
biomechanical strength of u-HA/PLLA bioresorbable plate systems after internal fixation of mandibular
subcondylar fractures. Tensile and shear strength were measured for each u-HA/PLLA and titanium
plate system. To evaluate biomechanical behavior, 20 hemimandible replicas were divided into
10 groups, each comprising a titanium plate and a bioresorbable plate. A linear load was applied
anteroposteriorly and lateromedially to each group to simulate the muscular forces in mandibular
condylar fractures. All samples were analyzed for each displacement load and the displacement
obtained by the maximum load. Tensile and shear strength of the u-HA/PLLA plate were each
approximately 45% of those of the titanium plates. Mechanical resistance was worst in the u-HA/PLLA
plate initially loaded anteroposteriorly. Titanium plates showed the best mechanical resistance during
lateromedial loading. Notably, both plates showed similar resistance when a lateromedially load was
applied. In the biomechanical evaluation of mandibular condylar fracture treatment, the u-HA/PLLA
plates had sufficiently high resistance in the two-plate fixation method.
Keywords: mandibular condylar fracture; unsintered hydroxyapatite/poly-l-lactide composite plate;
bioactive resorbable plate; biomechanical loading evaluation; fracture fixation
1. Introduction
Mandibular condylar fractures constitute 25%–35% of all mandibular fractures [1] and are the
most common form of mandible fracture.
The selection between closed (conservative treatment) and open (surgical treatment) techniques
are linked to the type of fracture, the patient’s age, and the degree of functional impairment caused by
Materials 2019, 12, 1557; doi:10.3390/ma12091557 www.mdpi.com/journal/materials
Materials 2019, 12, 1557 2 of 12
the fracture. Growing patients with certain undisplaced mandibular condylar fractures can undergo
closed treatment, but severely displaced fractures are indications for open surgical reduction and
fixation with internal rigid devices, generally with plates and screws [2]. In adult patients, the condylar
head can be adjusted for functional adaptation of the condyle without restoration of the anatomy
caused by displaced base fractures with a loss of ramus height [1]. Therefore, high condylar fractures
with little bone available for fixation are mostly treated non-surgically. On the other hand, lower
condylar fractures that affect the subcondyle, condylar base, and condylar neck are generally treated
by open reduction and internal fixation [3,4]. The surgical treatment of mandibular condylar fractures
involves fixation of the fractured stumps with the use of plates and screws. There are several types of
fixation for fractures of the mandibular condyle [5]; the most common fixation technique is to use two
four-hole straight plates [6]. In general, a titanium metal plate system has been used as a standard
osteosynthesis material.
However, titanium metal plates have been reported to produce long-term problems related
to implantation in the human body, such as intracranial migration, growth retardation of the
craniofacial skeleton, and hypersensitivity to cold. In recent years, as an alternative to metal
plates, resorbable plates, which do not require plate removal, have been used as osteosynthesis
material in maxillofacial surgery [7]. Bioresorbable osteosynthesis devices have been evolving, with
improvements in bioresorbability and marked bioactivity with new material compositions, for different
and better in situ behavior. Currently, many osteosynthesis absorbable materials are commercially
available; these include OSTEOTRANS-MX (known in Japan as Super FIXSORB MX®; Teijin Medical
Technologies Co., Ltd. Osaka, Japan). These bioactive and bioresorbable devices are made from
composites of uncalcined and unsintered hydroxyapatite (u-HA) particles and poly-l-lactide (PLLA).
This u-HA/PLLA osteosynthesis material is an excellent bioactive device that has an osteoconductive
ability in the short-term and absorbs safely and reliably in the long-term [8,9]. However, both the
strength and stability of this plate system for fixation to a mandibular subcondylar fracture are still
unclear. Thus, the aim of this in vitro study was to assess the biomechanical strength of u-HA/PLLA
bioactive resorbable plate systems after internal fixation of mandibular subcondylar fractures.
2. Materials and Methods
2.1. Materials
We used the bioresorbable Super FIXSORB MX® (Teijin Medical Technologies Co., Ltd., Osaka,
Japan) osteosynthesis system. Forged composites of u-HA/PLLA were processed by machining or
milling treatments to form various miniscrews and miniplates, which contained 30- and 40-weight
fractions of u-HA particles (raw HA, neither calcined nor sintered material), respectively, in composites
(hereinafter referred to as u-HA 30 miniscrews and u-HA 40 miniplates).
A 2.0 mm miniplate system (MatrixMANDIBLE™ Adaption Plate; DePuy Synthes, Raynham,
Mass.) (Johnson & Johnson, New Brunswick, USA) was used as the titanium metal plate.
2.2. Evaluation of Tensile and Shear Strength of Titanium and Bioresorbable Plate Systems
2.2.1. Sample Preparation
We prepared mechanical strength models by affixing the titanium and u-HA/PLLA plates to
polyetherketoneketone (PEKK) plates (thickness 3 mm) with screws. The PEKK plates were held in
place by different osteosynthesis systems. Plates and screws were used to form the following groups:
1. A single u-HA/PLLA bioresorbable straight plate, with the plate held in place on each side with
two screws (total four screws);
2. A single titanium straight plate, with the plate held in place on each side with two screws (total
four screws).
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In this study, the bioresorbable osteosynthesis material consisted of 1.4 mm-thick plates and
screws (diameter 2 mm; length 6 mm). In comparison, the titanium osteosynthesis material consisted
of 1.0 mm-thick plates and screws (diameter 2 mm; length 6 mm). The experimental fixed models
were mounted on an Autograph AG-20kNXD test frame (Shimadzu Co., Kyoto, Japan) across the
chuck. The maximum stress until the plate or screws were destroyed and the stress at the time of
1 mm movement were measured, and the load was applied at a test speed of 10 mm/min. Two types of
strength tests (the tensile and shear strength tests) were performed five times each.
2.2.2. Strength Measurement
Using the method illustrated in Figure 1A according to the Japanese Industrial Standard K7113, we
measured tensile strength. The peak value of the load profile attained by the Autograph AG-20kNXD
(Shimadzu Co., Kyoto, Japan) was considered the tensile strength. Using the method illustrated in
Figure 1B according to the Japanese Industrial Standard K7113, we measured shear strength. The peak
value of the load profile attained by the Autograph AG-20kNXD was considered the shear strength.
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2.3. Biomechanical Loading Evaluation
2.3.1. Sample Preparation
We used 20 polyurethane replicas of human hemimandibles (Mandible, Code #8900, SYNBONE
AG, Laudquart, Tardisstrasse, Switzerland). Although polyurethane mandible replicates the property
of spongy bone [10], this model is useful to obtain preliminary results concerning the stability of the
investigated osteosynthesis systems. An ordinary subcondylar fracture model was investigated by
using the osteotomy line connecting the mandibular notch to the midpoint of the mandibular ramus’
posterior border. We created a fracture in the right condyle of each model, mimicking the experimental
method of Meyer et al. [11]. Initially, these fracture models were created with the use of a cutting guide
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by a computer-controlled program. A partial cut was made in each hemimandibular model with a
diamond disk (KG Sorensen, Cotia, São Paulo, Brazil). A silicone mold of the subcondylar area of the
osteosynthesis was made on the mandible and drilled to form guide holes, and then, using the mold as
a guide, we completed the cut. This method was used to create identical cuts and perforations in all the
hemimandibular models, thus guiding the positions for plate fixation according to each study group.
2.3.2. Fixation Method for Mandibular Condylar Fracture
We used two straight miniplates along the ideal line of the mandibular condyle as proposed by
Meyer et al. [12]. The technique is to plate below the mandibular notch and below the mandibular
posterior border, respectively. This technique with monocortical screws had proved to be the most
reliable and functionally stable osteosynthesis procedure for subcondylar fractures. The bone segments
were held in place by different commercially available osteosynthesis methods (a titanium miniplate
and bioresorbable plate) and monocortical screws. With both types of plates, bone fixation could be
performed without plate bending. Thus, we created two conditions (Figure 2A):
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Figure 2. (A) The andibular subcondylar fracture replicas were held in place by double titaniu (Ti)
straight plates (thickness: 1.0 mm) with four m nocortical screw (2.0 mm in diameter and 6 mm long
screws; group A) or by double unsintered hydroxyapatite (u-HA)/ poly-l-lactide (PLLA) straigh plates
(thickness: 1.4 mm), each with four monocortical s rews (2.0 mm in diame er and 6 mm long; group B).
A linear load was applied at a dis lacement speed of 1 mm/min. (B) Antero osterior (vertical) linear
loading. (C) Lateromedial (lateral) linear loading.
(1) In eac bo e seg e t in group A, double titanium straight plates (MatrixMANDIBLE™
Adaption Plate, 1.0 t ick) it four monocortical screws (2.0 m in diameter and 6 m long)
were installed; and (2) in each bone segment i group B, double-u-HA/PLLA straight plates (Super
FIXSORB MX ®, 1.4 mm thick), each with four monocortical screws (2.0 mm in dia eter and 6 mm
lo g), were installed.
We used a total of 20 hemi andibular replicas, and 10 were allocated to each of the two groups.
2.3.3. Biomechanical Loading Test
After bone segment fixation, the replicas were mounted on a testing machine (AG-20KNX;
Shimazu) (Shimadzu Co., Kyoto, Japan), which was based on a biomechanical cantilever-bending
model that simulates masticatory forces. The mandibular body and angle areas of each replica were
then stabilized. Adaptation of the polyurethane hemimandible to the machine was guaranteed through
a metallic support. In reference to past biomechanical evaluation methods, the replicas were then
subjected to linear loading in two directions: from anterior to posterior (vertically; Figure 2B) and from
lateral to medial (horizontally; Figure 2C). These forces simulated the muscular forces applied to an
actual fractured condyle. The material testing unit created linear displacement at a rate of 1 mm/min,
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and loading continued until the maximum load was reached. The peak load and displacement for each
replica were recorded. All replicas were analyzed for 0.5, 1.0, 1.5, 2.0, 3.0, and 5.0 mm displacements
by loading and for the amount of displacement by the maximum load. Means and standard deviations
were derived and assessed for statistical significance.
2.4. Statistical Analysis
Data were recorded and entered into an electronic database during the course of the evaluation
by means of Microsoft Excel (Microsoft, Inc., Redmond, USA). Means and standard deviations were
used for normal data distributions. The database was transferred to JMP version 11.2 for Macintosh
computers (SAS Institute, Inc., Cary, USA) for statistical analysis. Then, t-tests for independent samples
were performed to investigate whether there were significant differences between the mean values of
the groups. The level of significance was set at p < 0.05.
3. Results
3.1. Tensile and Shear Strength Evaluation
The results are shown in Figure 3. In the tensile test, the mean maximum test forces were 806.1 N
(standard deviation 7.9 N) in group A (titanium plates fixed with titanium screws) and 208.8 N
(standard deviation 10.3 N) in group B (u-HA/PLLA bioresorbable plates with bioresorbable screws).
The mean test forces at 1 mm displacement were 382.1 N (standard deviation 19.5 N) in group A and
181.8 N (standard deviation 4.2 N) in group B. The mean maximum tensile test force in group B was
25.9% that of group A, and the test force at 1 mm displacement in group B was 47.6% that of group A.
These differences were significant (p < 0.05) (Figure 3A).
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Figure 3. (A) Comparison of titanium plates and unsintered hydroxyapatite (u-HA)/poly-l-lactide
(PLLA) bioresorbable plates with regard to maximum tensile test force and test force at 1 mm
displacement in the tensile test. (B) Comparison of titanium plates and u-HA/PLLA bioresorbable
plates with regard to maximum tensile test force and test force at 1 mm displacement in the shear test.
In the shear test, the mean maximum test force and the test force at 1 mm displacement were
390.5 N (standard deviation 11.0 N) and 130.6 N (standard deviation 12.2 N), respectively, in group A.
In group B, these mean forces were 93.2 N (standard deviation 4.6 N) and 58.1.8 N (standard deviation
12.2 N), respectively. The maximum shear test force in group B was 23.9% that of group A, and the test
force at 1 mm displacement in group B was 44.5% that of group A.
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The strength of the titanium-based fixation system was obviously higher than that of the
u-HA/PLLA bioresorbable system in both the tensile test and the shear test. In the shear test, the
titanium plates were significantly stronger (p < 0.05) than the u-HA/PLLA bioresorbable plates at
maximum shear test force and at 1 mm displacement test force (Figure 3B).
3.2. Biomechanical Loading Evaluation
The results of this experiment show that the mechanical resistances among the osteosynthesis
devices remained proportional to the amount of displacement. In the vertical loading test, the
titanium plates had a significantly higher load value than did the u-HA/PLLA bioresorbable plates at
displacements of 0.5 and 1 mm. In the displacements of 1.5–5 mm, there was no significant difference
between the two types of plates (Figure 4). As the load in the anteroposterior direction increased,
although the bone fragments fixed by the anterior plate were separated, the position of the posterior
bone fragments did not change (Figure 5).
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In contrast, when the forces were applied to the condyle in the lateromedial direction, there was
no significant difference between the u-HA/PLLA bioresorbable plates and the titanium plates at all
displacements (Figure 6). As the load in the lateromedial direction increased, there was no excessive
load on either titanium or u-HA/PLLA bioresorbable anterior and posterior plates, and both types of
plates in both locations were flexed (Figure 7).
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4. Discussion
Bioresorbable materials have been used clinically for osteosynthesis in various fields of
maxillofacial surg ry such as orthodontic surgery [13], repair of craniomaxillofacial ractures [7],
bone augmentation for dent l implantation [14], and reconstruction i situations of maxillofacial cysts
and tumors. In traumatology, bioresorbable plates a used mainly in the treatment of orbit l and
zygom tic fractu es [15–17] and in the treatment of m ndibular fractures [8,18]. However, there are
very few clinical studies of the treatment of mandibular subco dylar fractures with resorbable plates,
and the number of cases reported is often low [19]. Bioresorbable material, unlike titanium plates,
generally cannot resist high mechanical loads. Therefore, for mandibular condylar fracture treatment, it
is necessary to know how much load the u-HA/PLLA bioresorbable plates can withstand in comparison
with titanium plates. We aimed to clarify the strength of the bioresorbable plate system and the
titanium plate system and to examine the possibility of the treatment choice of the osteosynthesis
material for mandibular subcondylar fracture.
First, the mechanical strengths of the titanium and u-HA/PLLA bioresorbable plate systems were
examined. The strength of the u-HA/PLLA bioresorbable system, in either tension or shear, was
only approximately 45% that of the titanium system. The u-HA/PLLA bioresorbable plate strength
was improved slightly when the form of the plates was modified. This is comparable to previous
research on the strength of titanium plates when the same material of the bioresorbable plate was
used. However, our results were similar to those of previous research [20]. These were very important
findings. For pure plate strength, these results suggest that the u-HA/PLLA bioresorbable plate system
was much weaker than the titanium plate system.
However, the results of our biomechanical loading tests were very interesting. In the loading tests,
we reproduced mandibular subcondylar fracture treatment with two straight miniplates along the ideal
line of the mandibular condyle. In the lateromedial loading test, there was no significant difference
between the u-HA/PLLA bioresorbable plates and the titanium plates. One of the most important
clinical indications for surgical treatment of mandibular condylar fracture is the medial displacement
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of the condyle [21], which is caused by traction of the lateral pterygoid muscle. The primary function
of the lateral pterygoid muscle is to pull the head of the condyle out of the mandibular fossa along the
articular eminence to make the mandible protrude [22]. The lateral pterygoid muscle allows lateral
movement of the mandible. This test simulates the lateral movements of mastication, and the strength
of the bioresorbable plate system was sufficient. In contrast, in the anteroposterior loading test, the
load value at the initial displacements of 0.5 and 1.0 mm was significantly larger in the titanium plates
than in the u-HA/PLLA bioresorbable plates; the load in the latter was approximately 80% that of the
titanium plates. The u-HA/PLLA bioresorbable plates were much weaker than the titanium plates.
However, proper plate placement for mandibular subcondylar fracture treatment greatly improved the
strength of u-HA/PLLA bioresorbable plates.
Champy and Lodde [23] advocated “functionally stable osteosynthesis” or “dynamic
osteosynthesis,” according to which the plates must be placed along physiological tension lines
that appear during the fracture. This concept was based on the theory that stabilization depends
mainly on the compression of the fracture site until function is restored. Meyer et al. [11] demonstrated
the presence of the compression line on the mandibular posterior border and the tension line on
the mandibular notch in the mandibular condylar process. One posterior plate is located on the
compression strain lines when placed along the condylar neck axis. This plate enables functionally
stable osteosynthesis. The other plate, which enables dynamic osteosynthesis, should be on the traction
line. To conform to dynamic osteosynthesis principles, the plate should be placed higher and more
obliquely, parallel to the mandibular notch [11]. In short, the plate located at the traction line resists
the dynamic force of the occlusion. The key to anteroposterior direction load testing is the presence of
plates on the traction line.
In our experiment, as the anteroposterior load increased, the bone opening on the traction line
increased. This opening was influenced by the strength of the plate on the traction line and was thought
to cause the difference in load values of the titanium plates. Load values at displacements of 1.5 mm or
more in the bioresorbable plates did not differ significantly from those in the titanium plate group.
Therefore, we believe that the bioresorbable plate can serve clinically in osteosynthesis of mandibular
subcondylar fractures. However, the mechanical model used for this study was a polyurethane model,
which is softer than the actual mandible [9]. Hence, considering a slight decrease in the biomechanical
strength of the bioresorbable model compared with the titanium equivalent, in clinical use of the
bioresorbable plate system, early overloading soon after surgery should be avoided. A young patient
with strong occlusal force also needs dietary instruction, such as eating soft foods after surgery.
At present, resorbable plate systems are used widely, and various resorbable plate systems have
been developed on the basis of PLLA. Like the u-HA/PLLA plate system used in this study, these plate
systems composed of various materials, including pure PLLA [15] or polyglycolic acid/PLLA [24], are
commercially available. In particular, the u-HA/PLLA bioresorbable plate system that we studied has
a very large biological advantage. Resorbable plates composed of pure PLLA are very strong [25],
however, the strength of plates is reduced when PLLA is mixed with other materials. Unfortunately,
PLLA osteosynthetic devices have several disadvantages, including lower dynamic strength, an
inability to bond directly to bones, unstable resorption and decomposition processes, and long
replacement times [26–28]. In contrast, u-HA/PLLA osteosynthesis devices significantly improved
biological activity. It has been reported that u-HA/PLLA material induced no apparent inflammatory
or foreign body reactions after implantation, and bonded directly to the human bone quickly [14].
Clinical studies have also clearly shown the effective osteoconductivity of the u-HA/PLLA plate
system in maxillofacial treatment [8,29]. In addition, the reduction in strength due to the use of
composite material was overcome by the unique compression molding and machining treatment in this
osteosynthesis device [30]. The early bioactivity, such as osteoconductivity and direct bone bonding
capacity, can produce early functional improvements in maxillofacial osteosynthesis of mandibular
condylar fractures. However, to clarify the relationship between loading and mandibular condylar
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fracture healing with this plate system, it is necessary to evaluate the tissue over time. Further research
reports are expected in the future.
The approach to mandibular condylar fracture is generally an extraoral approach [4]. Therefore,
when it is necessary to remove the plate, there is a risk of recurrent facial nerve damage [31]. This is
greatly stressful for both the surgeon and the patient. The bioresorbable system applied clinically may
be an important option for the treatment of mandibular condylar fractures in the future.
The search for improved methods of subcondylar fracture fixation devices has been the subject
of several studies. Mechanical loading tests are used to evaluate the behavior of fixation devices
and methods, allowing the study of different osteosynthesis constructs. However, the present study
did not involve a real mandible, and it will be necessary to conduct further research on mechanical
experiments, as well as studies from various clinical viewpoints.
5. Conclusions
The titanium-based fixation system was much stronger than that based on bioresorbable
u-HA/PLLA. In the biomechanical evaluation of mandibular condylar fracture treatment, however, our
results showed that the u-HA/PLLA bioresorbable plate had sufficiently high resistance in the two-plate
fixation method. The titanium plates were more resistant than the bioresorbable plates in subcondylar
fractures when the initial force was applied in the anteroposterior direction; conversely, in the medial
direction, there were no statistically significant differences. These results suggest that titanium and
bioresorbable plate fixation systems have similar mechanical resistance within the limitation of our
mandible model study.
Author Contributions: S.S. participated in the design of the study and experiments, acquisition of data, and drafted
the manuscript. T.K. performed and coordinated the study and contributed to the drafting of the manuscript. N.Y.
analyzed the data and contributed to the drafting of the manuscript. H.N. and K.N. performed and coordinated
the study and contributed to the drafting of the manuscript. K.T. and H.K. made many contributions to the
experiment and the correction of manuscript of this paper. Y.F. conceived the study and participated in its design.
All authors approved the final version of the manuscript prior to submission.
Funding: This work was supported by JSPS KAKENHI Grant Number 20837661.
Acknowledgments: We declare no financial support from Teijin Co., Ltd., Osaka, Japan. Some analyses, such as
those of tensile and shear strength and biomechanical loading evaluations, were performed at the Teijin Medical
Institute, Okayama, Japan.
Conflicts of Interest: The authors declare no conflict of interest.
References
1. Ellis, E.; Throckmorton, G.S. Treatment of mandibular condylar process fractures: Biological considerations.
J. Oral Maxillofac. Surg. 2005, 63, 115–134. [CrossRef]
2. Fernández-Olarte, H.; Gómez-Delgado, A.; López-Dávila, D.; Rangel-Perdomo, R.; Lafaurie, G.I.;
Chambrone, L. Is the Mandibular Growth Affected by Internal Rigid Fixation? A Systematic Review.
J. Maxillofac. Oral Surg. 2017, 16, 277–283. [CrossRef]
3. Kanno, T.; Sukegawa, S.; Fujioka, M.; Takabatake, K.; Furuki, Y. Transoral Open Reduction with Rigid
Internal Fixation for Subcondylar Fractures of the Mandible Using a Small Angulated Screwdriver System:
Is Endoscopic Assistance Necessary? J. Oral Maxillofac. Surg. 2011, 69, e372–e384. [CrossRef] [PubMed]
4. Kanno, T.; Sukegawa, S.; Tatsumi, H.; Nariai, Y.; Ishibashi, H.; Furuki, Y.; Sekine, J. The retromandibular
transparotid approach for reduction and rigid internal fixation using two locking miniplates in mandibular
condylar neck fractures. Int. J. Oral Maxillofac. Surg. 2014, 43, 177–184. [CrossRef]
5. Sukegawa, S.; Kanno, T.; Katase, N.; Shibata, A.; Takahashi, Y.; Furuki, Y. Which fixation methods are better
between three-dimensional anatomical plate and two miniplates for the mandibular subcondylar fracture
open treatment? J. Craniomaxillofac. Surg. 2019, 47, 771–777. [CrossRef]
6. Parascandolo, S.; Spinzia, A.; Parascandolo, S.; Piombino, P.; Califano, L. Two load sharing plates fixation in
mandibular condylar fractures: Biomechanical basis. J. Cranio-Maxillofac. Surg. 2010, 38, 385–390. [CrossRef]
[PubMed]
Materials 2019, 12, 1557 11 of 12
7. Singh, V.; Kshirsagar, R.; Halli, R.; Sane, V.; Chhabaria, G.; Ramanojam, S.; Joshi, S.; Patankar, A. Evaluation
of bioresorbable plates in condylar fracture fixation: A case series. Int. J. Oral Maxillofac. Surg. 2013,
42, 1503–1505. [CrossRef]
8. Sukegawa, S.; Kanno, T.; Katase, N.; Shibata, A.; Takahashi, Y.; Furuki, Y. Clinical Evaluation of an Unsintered
Hydroxyapatite/Poly-l-Lactide Osteoconductive Composite Device for the Internal Fixation of Maxillofacial
Fractures. J. Craniofac. Surg. 2016, 27, 1391–1397. [CrossRef] [PubMed]
9. Sukegawa, S.; Kanno, T.; Kawai, H.; Shibata, A.; Takahashi, Y.; Nagatsuka, H.; Furuki, Y. Long-Term
Bioresorption of Bone Fixation Devices Made from Composites of Unsintered Hydroxyapatite Particles and
Poly-l-Lactide. J. Hard Tissue Biol. 2015, 24, 219–224. [CrossRef]
10. De Santis, R.; Sarracino, F.; Mollica, F.; Netti, P.A.; Ambrosio, L.; Nicolais, L. Continuous fiber reinforced
polymers as connective tissue replacement. Compos. Sci. Technol. 2004, 64, 861–871. [CrossRef]
11. Meyer, C.; Serhir, L.; Boutemi, P. Experimental evaluation of three osteosynthesis devices used for stabilizing
condylar fractures of the mandible. J. Cranio-Maxillofac. Surg. 2006, 34, 173–181. [CrossRef] [PubMed]
12. Meyer, C.; Kahn, J.-L.; Lambert, A.; Boutemy, P.; Wilk, A. Development of a static simulator of the mandible.
J. Cranio-Maxillofac. Surg. 2000, 28, 278–286. [CrossRef] [PubMed]
13. Ballon, A.; Laudemann, K.; Sader, R.; Landes, C.A. Segmental stability of resorbable P(L/DL)LA-TMC
osteosynthesis versus titanium miniplates in orthognatic surgery. J. Cranio-Maxillofac. Surg. 2012,
40, e408–e414. [CrossRef]
14. Sukegawa, S.; Kawai, H.; Nakano, K.; Kanno, T.; Takabatake, K.; Nagatsuka, H.; Furuki, Y. Feasible
Advantage of Bioactive/Bioresorbable Devices Made of Forged Composites of Hydroxyapatite Particles and
Poly-l-lactide in Alveolar Bone Augmentation: A Preliminary Study. Int. J. Med. Sci. 2019, 16, 311–317.
[CrossRef] [PubMed]
15. Sukegawa, S.; Kanno, T.; Nagano, D.; Shibata, A.; Sukegawa-Takahashi, Y.; Furuki, Y. The Clinical Feasibility
of Newly Developed Thin Flat-Type Bioresorbable Osteosynthesis Devices for the Internal Fixation of
Zygomatic Fractures: Is There a Difference in Healing Between Bioresorbable Materials and Titanium
Osteosynthesis? J. Craniofac. Surg. 2016, 27, 2124–2129. [CrossRef] [PubMed]
16. Dong, Q.N.; Karino, M.; Koike, T.; Ide, T.; Okuma, S.; Kaneko, I.; Osako, R.; Kanno, T. Navigation-Assisted
Isolated Medial Orbital Wall Fracture Reconstruction Using an U-HA/PLLA Sheet via a Transcaruncular
Approach. J. Investig. Surg. 2019, 1–9. [CrossRef] [PubMed]
17. Sukegawa, S.; Kanno, T.; Tanaka, S.; Matsumoto, K.; Sukegawa-Takahashi, Y.; Masui, M.; Koyama, Y.; Furuki, Y.
Precision of Post-Traumatic Orbital Reconstruction Using Unsintered Hydroxyapatite Particles/Poly-l-Lactide
Composite Bioactive/Resorbable Mesh Plate with and without Navigation: A Retrospective Study. J. Hard
Tissue Biol. 2017, 26, 274–280. [CrossRef]
18. Leno, M.B.; Liu, S.Y.; Chen, C.-T.; Liao, H.-T. Comparison of functional outcomes and patient-reported
satisfaction between titanium and absorbable plates and screws for fixation of mandibular fractures: A
one-year prospective study. J. Cranio-Maxillofac. Surg. 2017, 45, 704–709. [CrossRef]
19. Lauer, G.; Pradel, W.; Leonhardt, H.; Loukota, R.; Eckelt, U. Resorbable triangular plate for osteosynthesis of
fractures of the condylar neck. Br. J. Oral Maxillofac. Surg. 2010, 48, 532–535. [CrossRef]
20. Shikinami, Y.; Okuno, M. Bioresorbable devices made of forged composites of hydroxyapatite (HA) particles
and poly L-lactide (PLLA). Part II: practical properties of miniscrews and miniplates. Biomaterials 2001,
22, 3197–3211. [CrossRef]
21. de Souza, G.M.; Rodrigues, D.C.; Celegatti Filho, T.S.; Moreira, R.W.F.; Falci, S.G.M. In vitro comparison of
mechanical resistance between two straight plates and a Y-plate for fixation of mandibular condyle fractures.
J. Craniomaxillofac. Surg. 2018, 46, 168–172. [CrossRef] [PubMed]
22. Koolstra, J.H.; Van Eijden, T.M. Dynamics of the human masticatory muscles during a jaw open-close
movement. J. Biomech. 1997, 30, 883–889. [CrossRef]
23. Champy, M.; Lodde, J. Mandibular synthesis. Positioning of the syntheses according to mandibular stress.
Rev. Stomatol. Chir Maxillofac. 1976, 77, 971–976. [PubMed]
24. Sukegawa, S.; Kanno, T.; Matsumoto, K.; Sukegawa-Takahashi, Y.; Masui, M.; Furuki, Y. Complications of a
poly-l-lactic acid and polyglycolic acid osteosynthesis device for internal fixation in maxillofacial surgery.
Odontology 2018, 106, 360–368. [CrossRef] [PubMed]
25. Daniels, A.U.; Chang, M.K.O.; Andriano, K.P.; Heller, J. Mechanical properties of biodegradable polymers
and composites proposed for internal fixation of bone. J. Appl. Biomater. 1990, 1, 57–78. [CrossRef]
Materials 2019, 12, 1557 12 of 12
26. Bergsma, J.E.; de Bruijn, W.C.; Rozema, F.R.; Bos, R.R.; Boering, G. Late degradation tissue response to
poly(L-lactide) bone plates and screws. Biomaterials 1995, 16, 25–31. [CrossRef]
27. Matsusue, Y.; Nakamura, T.; Iida, H.; Shimizu, K. A long-term clinical study on drawn poly-l-lactide implants
in orthopaedic surgery. J. Long. Term. Eff. Med. Implants 1997, 7, 119–137.
28. Matsusue, Y.; Yamamuro, T.; Yoshii, S.; Oka, M.; Ikada, Y.; Hyon, S.-H.; Shikinami, Y. Biodegradable screw
fixation of rabbit tibia proximal osteotomies. J. Appl. Biomater. 1991, 2, 1–12. [CrossRef]
29. Sukegawa, S.; Kanno, T.; Hotaka, K.; Akane, S.; Matsumoto, K.; Sukegawa-Takahashi, Y.; Sakaida, K.;
Nagatsuka, H.; Furuki, Y. Surgical Treatment and Dental Implant Rehabilitation after the Resection of an
Osseous Dysplasia. J. Hard Tissue Biol. 2016, 25, 437–441. [CrossRef]
30. Shikinami, Y.; Okuno, M. Bioresorbable devices made of forged composites of hydroxyapatite (HA) particles
and poly-l-lactide (PLLA): Part I. Basic characteristics. Biomaterials 1999, 20, 859–877. [CrossRef]
31. Al-Moraissi, E.A.; Ellis, E.; Neff, A. Does encountering the facial nerve during surgical management of
mandibular condylar process fractures increase the risk of facial nerve weakness? A systematic review and
meta-regression analysis. J. Cranio-Maxillofac. Surg. 2018, 46, 1223–1231. [CrossRef] [PubMed]
© 2019 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).
